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888.3550 Knee joint patellofemorotibial
polymer/metal/metal constrained ce-
mented prosthesis.

888.3560 Knee joint patellofemorotibial
polymer/metal/polymer semi-constrained
cemented prosthesis.

888.3570 Knee joint femoral (hemi-knee) me-
tallic uncemented prosthesis.

888.3580 Knee joint patellar (hemi-knee) me-
tallic resurfacing uncemented prosthesis.

888.3590 Knee joint tibial (hemi-knee) me-
tallic resurfacing uncemented prosthesis.

888.3640 Shoulder joint metal/metal or
metal/polymer constrained cemented
prosthesis.

888.3650 Shoulder joint metal/polymer non-
constrained cemented prosthesis.

888.3660 Shoulder joint metal/polymer semi-
constrained cemented prosthesis.

888.3680 Shoulder joint glenoid (hemi-shoul-
der) metallic cemented prosthesis.

888.3690 Shoulder joint humeral (hemi-
shoulder) metallic uncemented pros-
thesis.

888.3720 Toe joint polymer constrained pros-
thesis.

888.3730 Toe joint phalangeal (hemi-toe)
polymer prosthesis.

888.3750 Wrist joint carpal lunate polymer
prosthesis.

888.3760 Wrist joint carpal scaphoid polymer
prosthesis.

888.3770 Wrist joint carpal trapezium poly-
mer prosthesis.

888.3780 Wrist joint polymer constrained
prosthesis.

888.3790 Wrist joint metal constrained ce-
mented prosthesis.

888.3800 Wrist joint metal/polymer semi-
constrained cemented prosthesis.

888.3810 Wrist joint ulnar (hemi-wrist) poly-
mer prosthesis.

Subpart E—Surgical Devices

888.4150 Calipers for clinical use.
888.4200 Cement dispenser.
888.4210 Cement mixer for clinical use.
888.4220 Cement monomer vapor evacuator.
888.4230 Cement ventilation tube.
888.4300 Depth gauge for clinical use.
888.4540 Orthopedic manual surgical instru-

ment.
888.4580 Sonic surgical instrument and ac-

cessories/attachments.
888.4600 Protractor for clinical use.
888.4800 Template for clinical use.
888.5850 Nonpowered orthopedic traction ap-

paratus and accessories.
888.5890 Noninvasive traction component.
888.5940 Cast component.
888.5960 Cast removal instrument.
888.5980 Manual cast application and re-

moval instrument.

AUTHORITY: 21 U.S.C. 351, 360, 360c, 360e,
360j, 371.

SOURCE: 52 FR 33702, Sept. 4, 1987, unless
otherwise noted.

Subpart A—General Provisions

§ 888.1 Scope.

(a) This part sets forth the classifica-
tion of orthopedic devices intended for
human use that are in commercial dis-
tribution.

(b) The identification of a device in a
regulation in this part is not a precise
description of every device that is, or
will be, subject to the regulation. A
manufacturer who submits a pre-
market notification submission for a
device under part 807 cannot show
merely that the device is accurately
described by the section title and iden-
tification provision of a regulation in
this part, but shall state why the de-
vice is substantially equivalent to
other devices, as required by § 807.87.

(c) To avoid duplicative listings, an
orthopedic device that has two or more
types of uses (e.g., used both as a diag-
nostic device and as a surgical device)
is listed in one subpart only.

(d) References in this part to regu-
latory sections of the Code of Federal
Regulations are to chapter I of title 21
unless otherwise noted.

§ 888.3 Effective dates of requirement
for premarket approval.

A device included in this part that is
classified into class III (premarket ap-
proval) shall not be commercially dis-
tributed after the date shown in the
regulation classifying the device unless
the manufacturer has an approval
under section 515 of the act (unless an
exemption has been granted under sec-
tion 520(g)(2) of the act). An approval
under section 515 of the act consists of
FDA’s issuance of an order approving
an application for premarket approval
(PMA) for the device or declaring com-
pleted a product development protocol
(PDP) for the device.

(a) Before FDA requires that a device
commercially distributed before the
enactment date of the amendments, or
a device that has been found substan-
tially equivalent to such a device, has
an approval under section 515 of the
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act, FDA must promulgate a regula-
tion under section 515(b) of the act re-
quiring such approval, except as pro-
vided in paragraphs (b) and (c) of this
section. Such a regulation under sec-
tion 515(b) of the act shall not be effec-
tive during the grace period ending on
the 90th day after its promulgation or
on the last day of the 30th full calendar
month after the regulation that classi-
fies the device into class III is effec-
tive, whichever is later. See section
501(f)(2)(B) of the act. Accordingly, un-
less an effective date of the require-
ment for premarket approval is shown
in the regulation for a device classified
into class III in this part, the device
may be commercially distributed with-
out FDA’s issuance of an order approv-
ing a PMA or declaring completed a
PDP for the device. If FDA promul-
gates a regulation under section 515(b)
of the act requiring premarket ap-
proval for a device, section 501(f)(1)(A)
of the act applies to the device.

(b) Any new, not substantially equiv-
alent, device introduced into commer-
cial distribution on or after May 28,
1976, including a device formerly mar-
keted that has been substantially al-
tered, is classified by statute (section
513(f) of the act) into class III without
any grace period and FDA must have
issued an order approving a PMA or de-
claring completed a PDP for the device
before the device is commercially dis-
tributed unless it is reclassified. If
FDA knows that a device being com-
mercially distributed may be a ‘‘new’’
device as defined in this section be-
cause of any new intended use or other
reasons, FDA may codify the statutory
classification of the device into class
III for such new use. Accordingly, the
regulation for such a class III device
states that as of the enactment date of
the amendments, May 28, 1976, the de-
vice must have an approval under sec-
tion 515 of the act before commercial
distribution.

(c) A device identified in a regulation
in this part that is classified into class
III and that is subject to the transi-
tional provisions of section 520(1) of the
act is automatically classified by stat-
ute into class III and must have an ap-
proval under section 515 of the act be-
fore being commercially distributed.
Accordingly, the regulation for such a

class III transitional device states that
as of the enactment date of the amend-
ments, May 28, 1976, the device must
have an approval under section 515 of
the act before commercial distribution.

§ 888.5 Resurfacing technique.

Because of resurfacing techniques,
certain joint prostheses require far less
bone resection than other devices in-
tended to repair or replace the same
joint. The amount of bone resection
may or may not affect the safety and
effectiveness of the implantation of the
prosthesis. When a resurfacing tech-
nique is used, the name of the pros-
thesis includes this information.

§ 888.6 Degree of constraint.

Certain joint prostheses provide more
constraint of joint movement than oth-
ers. FDA believes that the degree of
constraint is an important factor af-
fecting the safety and effectiveness of
orthopedic prostheses. FDA is defining
the following standard terms for cat-
egorizing the degree of constraint.

(a) A ‘‘constrained’’ joint prosthesis
is used for joint replacement and pre-
vents dislocation of the prosthesis in
more than one anatomic plane and con-
sists of either a single, flexible, across-
the-joint component or more than one
component linked together or affined.

(b) A ‘‘semi-constrained’’ joint pros-
thesis is used for partial or total joint
replacement and limits translation and
rotation of the prosthesis in one or
more planes via the geometry of its ar-
ticulating surfaces. It has no across-
the-joint linkage.

(c) A ‘‘non-constrained’’ joint pros-
thesis is used for partial or total joint
replacement and restricts minimally
prosthesis movement in one or more
planes. Its components have no across-
the-joint linkage.

§ 888.9 Limitations of exemptions from
section 510(k) of the act.

FDA’s decision to grant an exemp-
tion from the requirement of pre-
market notification (section 510(k) of
the act) for a generic type of class I de-
vice is based upon the existing and rea-
sonably foreseeable characteristics of
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